Introduction {#Sec1}
============

Electroporation is a biophysical phenomenon in which cells, when exposed to high electric field magnitudes, exhibit increased membrane permeability to ions and macromolecules. This phenomenon has multiple applications in medicine and biology. Among them, irreversible electroporation (IRE) has proved to be safe and effective for the treatment of solid tumors with a non-thermal mechanism, offering a number of advantages compared to other ablation techniques.[@CR1],[@CR10],[@CR36] IRE treatments rely on the electroporation phenomenon to kill cells by producing nano-scale defects in cellular membranes, which allow for increased transmembrane transport and eventually cause loss of homeostasis. These treatments usually consist of the insertion of metal electrodes directly into the target tissue, and delivery of multiple electric pulses with 70--100 *μ*s pulse length.

The high voltage pulses delivered in IRE treatments can cause electrical stimulation of excitable cells in the body, putting patients at risk for cardiac arrhythmias and leading to undesirable effects such as muscle contractions and acute pain. In order to minimize the risks associated with electrical stimulation, IRE pulses must be synchronized with cardiac activity. In addition, administration of neuromuscular blocking agents and anesthesia are often necessary, increasing the complexity and cost of the entire clinical procedure.

To address these issues, high-frequency IRE (H-FIRE) was proposed as an alternative strategy.[@CR2] H-FIRE consists of the delivery of bursts of short bipolar pulses (1--5 *μ*s pulse length) instead of the 70--100 *μ*s monopolar pulses typically used in IRE, and has been successfully applied to treat solid tumors with minimal muscle contractions.[@CR29],[@CR35],[@CR42],[@CR43],[@CR51] The electric fields required to kill cells with H-FIRE are significantly higher than in conventional IRE protocols,[@CR38],[@CR39] but when moving from monopolar IRE waveforms to bipolar H-FIRE bursts, the excitation thresholds of peripheral nerves increase even more significantly than the thresholds for cell death.[@CR26] Thus, it is possible to minimize muscle contractions while maintaining treatment efficacy with H-FIRE.

Although the ultimate goal of an ablation procedure is to kill all cells within a target volume, the cell death mechanisms are important as they determine the immune response after the treatment.[@CR37] Cell death can be classified into two main categories, accidental and regulated cell death.[@CR13] Accidental cell death (ACD) is a virtually instantaneous and uncontrollable form of cell death corresponding to the physical disassembly of the plasma membrane caused by extreme physical, chemical, or mechanical cues. Regulated cell death (RCD) is a form of cell death that results from the activation of one or more signal transduction modules, and hence can be pharmacologically or genetically modulated. In the past, ACD was considered equivalent to necrosis and RCD equivalent to apoptosis. However, in the present, several forms of RCD have been identified besides apoptosis. In addition, some of these non-apoptotic RCD have been shown to act as "programmed necrosis".[@CR12],[@CR13]

The exact death mechanisms of conventional IRE treatments are still under study. In the recent past, it was believed that IRE caused a combination of ACD and apoptosis.[@CR9],[@CR46] In fact, several studies seemed to support the idea that IRE cell death after the delivery of 100 *μ*s pulses was in part apoptotic.[@CR7],[@CR20],[@CR23],[@CR53],[@CR54] However, our understanding of the death mechanisms has quickly evolved in recent years and more recent studies point towards other forms of RCD such as pyroptosis or necroptosis rather than apoptosis.[@CR25],[@CR55]

Currently, very little is known regarding the cell death dynamics and mechanisms of H-FIRE and how they differ from those of conventional IRE treatments. The pulse lengths that make up H-FIRE bursts have been relatively unexplored[@CR49] and the cell death dynamics and mechanisms after the delivery of bipolar pulses have been scarcely studied. To the best of our knowledge, cell death dynamics in H-FIRE have only been evaluated by Sano *et al.*[@CR39] and it was found that both immediate and delayed cell death occurred in cells treated with H-FIRE. The aim of this study is to further investigate these two dynamics in H-FIRE as well as in conventional IRE protocols by quantifying the range of electric fields that lead to each form of death. In addition, we investigate whether the RCD mechanisms leading to delayed cell death are the same in H-FIRE and in conventional IRE with monopolar pulses.

Methods {#Sec2}
=======

3D cell cultures have been previously used to study the outcome of IRE treatments in different cell lines.[@CR3],[@CR19],[@CR48] With this model, it is possible to accurately define the boundary between treated and untreated cells when used in combination with a live/dead staining method. The profile of the treated region can be correlated with the electric field distribution obtained with a numerical model in order to determine the threshold electric fields. Thus, IRE thresholds can be measured with a relatively low number of experiments using this methodology. In the present study, 3D cell cultures were treated with different protocols and the treatment outcomes were measured at two time points (3 and 24 h). This allowed us to identify the regions of immediate and delayed cell death after the treatments and to quantify the electric fields that led to each of them.

Then, in order to gain deeper insight into the dynamics of delayed cell death, cells were treated with a uniform electric field. This series of experiments was performed using cuvettes to treat cell suspensions. First, the electric field thresholds for cell death were measured for IRE and H-FIRE. These electric fields were then delivered to the cells and membrane integrity as well as Caspase 3/7 activity was assessed at different times after treatment.

Cell Culture {#Sec3}
------------

Human pancreatic adenocarcinoma cell line BxPC-3 (American Type Culture Collection, ATCC, Manassas, VA, USA) was grown in RPMI-1640 (ATCC modification) medium (Gibco, Dublin, Ireland) supplemented with 10% fetal bovine serum (Sigma-Aldrich, St. Louis, MO, USA) and 1% penicillin/streptomycin (Invitrogen, Carlsbad, CA, USA). Cells were incubated at 37 °C in a humidified environment containing 5% CO~2~ and subcultured regularly.

Collagen Scaffold Fabrication {#Sec4}
-----------------------------

Collagen I hydrogel-based scaffolds were fabricated following the same procedure as in Szot *et al.*[@CR44] Briefly, concentrated collagen stock solutions were created using rat tail collagen type I. 10% of the total volume of 10× culture media and 2% of the collagen volume of 1N NaOH were added to the collagen solution and mixed thoroughly with a spatula until homogeneous. 1N NaOH was added until the pH was adjusted to 7--7.4 (confirmed visually). Cells in suspension were mixed into the collagen solution for a final concentration of 10^6^ cells/mL. Then, the collagen was injected into custom made polydimethylsiloxane (PDMS) disk-shaped inserts (10 mm diameter and 1 mm height) placed at the bottom of wells in a 24-well plate. The injected collagen was flattened with a PDMS mold and incubated for 20 min to complete polymerization. Finally, the molds were withdrawn, fresh media was added to the wells and they were incubated overnight before performing treatments.

Electric Field Generation {#Sec5}
-------------------------

In this study, cells were exposed to a typical IRE protocol (100 *µ*s, monopolar pulses) and H-FIRE protocols with different pulse lengths and inter-pulse delays (See Figs. [1](#Fig1){ref-type="fig"}a and [1](#Fig1){ref-type="fig"}b). All H-FIRE protocols had an energized time of 100 *μ*s per burst. Throughout the manuscript, H-FIRE protocols will be referred to as positive pulse length---inter-pulse delay---negative pulse length (in *µ*s). All treatment protocols consisted of 80 pulses (or bursts in the case of H-FIRE) delivered at a repetition rate of 1 Hz. Conventional IRE pulses were generated by a BTX ECM 830 pulse generator (Harvard Apparatus, Holliston, MA). H-FIRE bursts were generated by a custom-built pulse generation system (EPULSUS® FBM1-5, Energy Pulse Systems, Lisbon, Portugal).Figure 13D cell culture models offer an elegant tool to study lethal electric field thresholds and temporal cell death trends. Oscilloscope traces measured during (a) a conventional IRE treatment (100 *μ*s monopolar) and (b) a 2-5-2 H-FIRE treatment. (c) Schematic of the set-up used to treat 3D cell cultures. (d) FEM mesh used to simulate the electric field distribution in the 3D cell culture. The collagen scaffold was modeled as a disk with a diameter of 10 mm and a thickness of 1 mm. The electrodes were modeled as 0.9 mm diameter cylinders. (e) Electric field distribution in the 3D cell culture with 500 V applied between the electrodes. Note that since the model is linear, these results can be scaled for the different voltages used in the study.

Determination of Lesion Areas and Electric Field Thresholds in 3D Cell Cultures {#Sec6}
-------------------------------------------------------------------------------

Prior to electroporation treatments, culture media was aspirated from the wells. Electric fields were delivered using blunt tip stainless steel needles with an outer diameter of 0.9 mm. The two electrodes were placed using a custom-made plastic structure which ensured a 4 mm separation between the electrode centers (See Fig. [1](#Fig1){ref-type="fig"}c). After treatment, fresh media was added to the wells and they were returned to the incubator. Either 3 or 24 h after treatment, media was aspirated and a PBS solution containing 20 *µ*M Propidium Iodide (PI, Invitrogen) and 2 *µ*M Calcein AM (Invitrogen) was added to the wells. Cells were then kept at room temperature for 30 min protected from light. After washing the cells with PBS (Gibco), images of each well were taken using an inverted DMI 6000B microscope (Leica Microsystems, Wetzlar, Germany) with a 5× objective. In normal conditions, PI is not permeant to cells; however, it can diffuse through the compromised membranes of dead cells. Once inside the cell, this dye binds to DNA and its fluorescence is enhanced 20--30 fold. Calcein AM, in contrast, is a cell permeant dye that emits green fluorescence after internalization and hydrolysis by live cells. This allows for visualization of the distinct regions in the collagen scaffold in which cells are dead or alive after treatment under a fluorescence microscope.

The images obtained were used to measure the lesion area. This was done following the same procedure as Wasson *et al.*[@CR48] Briefly, the green channel (Calcein AM) was used to define the limits of the lesion area using a custom developed MATLAB code. Once the lesion limits were extracted, the area was calculated by a built-in MATLAB function. In cases where the algorithm was unable to find the lesion limits, the area was manually measured using ImageJ.[@CR41]

Electric field thresholds were calculated by fitting extracted areas (from the images) to results of a numerical model. First, the electric field distribution was computed with a finite element method (FEM) model using COMSOL Multiphysics v4.4 (Stockholm, Sweden) (See Figs. [1](#Fig1){ref-type="fig"}c, [1](#Fig1){ref-type="fig"}d, and [1](#Fig1){ref-type="fig"}e). Areas enclosed by isolines at different electric field values were extracted from the obtained electric field distribution. These values were used to determine a relationship between the electric field and the area by a polynomial adjustment with the least squares method. Finally, the function obtained by the adjustment was used to convert the lesion areas to electric field threshold values. To test the robustness of the whole process, two different voltages were delivered for each treatment protocol and the obtained threshold values were compared statistically.

Statistical Analysis {#Sec7}
--------------------

A Mann--Whitney--Wilcoxon test was used to analyze differences between lesion sizes and electric field thresholds for each treatment protocol.

Due to the electric field distribution in our experiments, the relation between the lesion size and the threshold electric field is highly non-linear. As a consequence, for a given treatment protocol the relative increase in the lesion size between 3 and 24 h can greatly vary depending on the final lesion size. In other words, unlike the electric field, the lesion size cannot be scaled linearly with the applied voltage and as a consequence the relative increase in lesion size will depend on this voltage. Thus, lesion size measurements were not considered for comparisons between treatment protocols. Instead, to compare the treatment protocols in terms of the proportion of immediate and delayed cell death, a threshold ratio was defined as the mean lethal threshold at 24 h divided by the mean threshold at 3 h. According to this definition, a ratio of 1 would mean that both thresholds are equal and therefore the entire lesion was produced by immediate cell death. In contrast, decreasing values of the ratio would mean that a larger portion of the lesion is produced by a delayed cell death. After calculating the threshold ratios for each treatment protocol, pairwise comparisons between the obtained values were performed using a *t* test. All statistical tests were run using the R-3.5.3 software package.[@CR33]

Preparation and Treatment of Cells in Suspension {#Sec8}
------------------------------------------------

At 70--90% confluence, cells were detached using a solution consisting of PBS and 0.5 mM EDTA (Panreac, Barcelona, Spain). This detachment method was used to facilitate the quick adhesion of cells after treatment. Once detached, cell suspensions were centrifuged twice and cells were resuspended in growth media at a concentration of 5 × 10^6^ cells/mL. 100 µL of suspension was transferred to a 1 mm gap electroporation cuvette (Thermofisher, Waltham, MA, USA) and the desired pulsing protocol was delivered. Immediately after treatment, cells were diluted tenfold in growth media, seeded into 6 well plates and kept in the incubator until further measurements.

Electric Field Thresholds in Suspended Cells {#Sec9}
--------------------------------------------

Twenty-four hours after treatment, cell viability was assessed through a Trypan Blue exclusion assay. Cells were trypsinized and the cell suspension was mixed with a 0.4% Trypan Blue solution (Gibco). Live cells were counted with a Neubauer chamber under a light microscope and viability was calculated as the number of viable cells divided by the number of viable cells in the Sham groups. The threshold was defined as the lowest electric field that resulted in mean viability levels lower than 10%.

Membrane Permeability to Yo-Pro-1 and Propidium Iodide {#Sec10}
------------------------------------------------------

Treated cells were diluted tenfold in growth media, transferred to 1.5 mL Eppendorf tubes and incubated at 37 °C. At different time points between 15 min to 3 h, PI and Yo-Pro-1 (Sigma Aldrich) were added to final concentrations of 15 and 0.5 *μ*M, respectively and cells were kept on ice for 20 min before analysis. By incubating the cells on ice, the membrane re-sealing dynamics are slowed down,[@CR21] enhancing dye uptake by those cells that were permeable at the observation time points.

Fluorescence was measured using an LSR II flow cytometer (BD Biosciences, San Jose, CA). Both PI and Yo-Pro-1 were excited by a 488 nm laser and their emissions were collected by 695/40 and 530/40 band pass filters, respectively. Results were analyzed using the FACSDiVa v6.1 software (BD Biosciences). Gates were applied on forward and side scatter to exclude cell fragments and debris. A total of 10,000 counts inside the gating region were acquired and the measured fluorescence values were adjusted with a compensation factor to remove artifacts due to spectral overlap between the dyes. Finally, cells were classified as unstained, Yo-Pro-1 positive, PI positive or double stained. This classification was done by plotting fluorescence intensity in the two wavelengths of interest and defining four regions in the plot. These regions, as well as compensation factors, were adjusted by using positive and negative control samples. Positive controls were generated by exposure to ice-cold 70% ethanol for 30 min before staining with the desired dye.

Expression of Caspase 3/7 {#Sec11}
-------------------------

At 4, 6 or 8 h after treatment, cells were detached using PBS with 0.5 mM EDTA and double stained to study the expression of Caspase 3/7 and cell membrane integrity. The time points evaluated were selected based on previous studies which showed a peak in Caspase activity around 6 h after the treatment.[@CR31],[@CR50] Caspase 3/7 expression was assessed using CellEvent™ Caspase-3/7 (Invitrogen) and membrane integrity was assessed using 4′,6-diamidino-2-phenylindole (DAPI, Panreac). Following the manufacturer's instructions, 1 drop of CellEvent per mL of media was added and cells were incubated at 37 °C for 30 min. Afterwards, DAPI was added to a final concentration of 1 *μ*g/mL and cells were incubated at room temperature for 10 min prior to analysis.

Cells were analyzed by flow cytometry following a similar procedure as explained above. CellEvent was excited by a 488 nm laser and emission was collected by a 530/40 band pass filter. DAPI was excited by a 407 nm laser and emission was collected by a 460/50 band pass filter. No spectral overlap was detected between the two dyes. Positive control samples for Caspase 3/7 were generated by pharmacologically inducing apoptosis through treatment with 1 *μ*M of Staurosporine (Panreac). DAPI positive controls were prepared with ethanol treated cells as well as by delivering an electroporation treatment protocol in the presence of DAPI in the media. Positive and negative control samples were used to define regions and classify cells as unstained, Caspase expressing or DAPI positive.

Results {#Sec12}
=======

3-h and 24-h Lesions in 3D Cell Cultures {#Sec13}
----------------------------------------

An increase in lesion size was observed in treated 3D cell cultures between 3 and 24 h (Fig. [2](#Fig2){ref-type="fig"}). Statistically significant differences (*p *\< 0.05) were found between the areas obtained at 3 and 24 h in all treatment protocols used in this study (Fig. [3](#Fig3){ref-type="fig"}a). The average fraction of the lesion that occurred after 3 h was larger in H-FIRE protocols than in the IRE protocol (Fig. [3](#Fig3){ref-type="fig"}b) and increased as pulse length was reduced. In the conventional IRE protocol, 80% of the total lesion occurred in less than 3 h. In the H-FIRE protocols with 1 *μ*s pulse length, this fraction was reduced to 35%. In addition, similar results were obtained for the H-FIRE protocols with the same pulse length regardless of the inter-pulse delay.Figure 2Twenty-four hour lesions are larger than 3 h lesions for all treatment protocols. Representative images of the lesions are shown for 3 and 24 h. Live cells display green fluorescence (Calcein AM) and dead cells display red fluorescence (PI) (Scale bars 1 mm).Figure 3H-FIRE waveforms exhibit a pulse-length dependent increase in delayed cell death relative to IRE. (a) Lesion areas obtained at 3 and 24 h after treatment by using different treatment protocols (*n* ≥ 5 in all cases). (b) Average proportion of the lesion produced before 3 h. (c) Thresholds obtained at 3 and 24 h for each treatment protocol (*n* ≥ 10 in all cases). (d) Mean threshold ratios (threshold at 24 h divided by the threshold at 3 h). All results are presented as mean ± standard deviation (ns: *p *\> 0.05, \**p *\< 0.05, \*\**p *\< 0.01).

In every individual sample, the threshold was extracted from the measured lesion area by comparing it with the electric field distribution calculated numerically (see Fig. [1](#Fig1){ref-type="fig"}e). No statistical differences were found between thresholds obtained using different voltages for the same pulsing protocol and time point (*p *\> 0.05, data not reported here). The average thresholds obtained at 3 and 24 h are presented in Fig. [3](#Fig3){ref-type="fig"}c and their values can be found in Table [1](#Tab1){ref-type="table"}. Statistically significant differences were found between the thresholds at 3 and 24 h in all protocols. The range of electric fields that lead to delayed cell death (between 3 and 24 h) is larger in H-FIRE protocols than in the conventional IRE protocol and increases with decreasing pulse length. In contrast, the inter-pulse delay seems to have a minor effect on this range.Table 1Thresholds obtained in 3D cell cultures presented as mean ± standard deviation and expressed in V/cm. *p* values from Mann--Whitney--Wilcoxon test comparing the means at 3 and 24 h.Protocol3 h24 h*p* valueIRE777 ± 46671 ± 36\< 0.0012-5-21754 ± 1041356 ± 80\< 0.0012-1-22002 ± 881596 ± 114\< 0.0011-5-12283 ± 2221614 ± 68\< 0.0011-1-12468 ± 1331746 ± 115\< 0.001

The ratios between the thresholds at 24 and 3 h are presented in Fig. [3](#Fig3){ref-type="fig"}d. The mean threshold ratio is lower in the H-FIRE protocols compared to the conventional IRE protocol and it decreases with the pulse length. Statistically significant differences were found between the conventional IRE protocol and all the H-FIRE protocols. When comparing the H-FIRE protocols, statistically significant differences were found between those protocols with different pulse length while no significant differences were found between the protocols with equal inter-pulse delay.

Cell Death Dynamics in Cell Suspensions {#Sec14}
---------------------------------------

Cells in suspension were treated with the conventional IRE protocol and the 2-5-2 H-FIRE scheme. First, the 24 h thresholds for these protocols were measured. This was done by measuring cell viability 24 h after treatment for different electric field magnitudes (Fig. [4](#Fig4){ref-type="fig"}). Thresholds were extracted as the minimum electric field that produced a mean viability below 10%. A threshold of 1100 V/cm (110 V across 1 mm) was obtained for the conventional IRE protocol and a threshold of 3800 V/cm (380 V across 1 mm) was obtained for the 2-5-2 scheme. All of the following experiments were performed by applying the measured electric field thresholds.Figure 4Cell viability after treating cell suspensions in cuvettes. Viability as a function of the electric field magnitude measured 24 h after cells in suspension were treated with conventional IRE and the 2-5-2 H-FIRE scheme. Results are presented as mean ± standard deviation (*n *≥ 3).

Membrane permeability to PI and Yo-Pro-1 was assessed at different time points after treatment. Figure [5](#Fig5){ref-type="fig"} shows that, in both treatments, after 15 min there is a large percentage of cells exhibiting permeability to Yo-Pro-1 but not to PI, especially in the H-FIRE samples. The percentage of PI permeable cells is larger in the samples treated with conventional IRE than in those treated with H-FIRE. Also, around 10% of the cells did not exhibit immediate uptake of either dye in both treatments. The percentage of PI permeable cells remains quite stable during all measured time points, especially after 1 h. In contrast, the percentage of Yo-Pro-1 permeable cells significantly decreases during the first hour and then remains stable in both cases. In samples treated with conventional IRE, this percentage is very low (\< 4%) while in the H-FIRE samples it is around 15%.Figure 5Time evolution of membrane permeability. Evolution of membrane permeability to PI and Yo-Pro-1 after treatment of cells in suspension with conventional IRE (100 *μ*s monopolar pulses) and 2-5-2 H-FIRE bursts with amplitudes of 1100 and 3800 V/cm, respectively. Squares show the mean percentage of cells permeable to PI and Yo-Pro-1 at different times after treatment (*n *≥ 4 for each time point). Error bars show the standard deviation.

Finally, Caspase 3/7 activity and cell membrane integrity (DAPI internalization) were assessed at 4, 6 and 8 h after treatment. Results are presented in Fig. [6](#Fig6){ref-type="fig"}. In the H-FIRE treated samples, a peak in the percentage of cells expressing Caspase 3/7 is observed 6 h after treatment. Two hours later, most of the cells lost their membrane integrity. In contrast, the samples treated with conventional IRE gradually lost their membrane integrity between 4 and 8 h without displaying significant levels of Caspase 3/7 expression. Measurements at 5 and 7 h were also performed in IRE treated cells to further confirm the absence of Caspase 3/7 expression (results not presented here).Figure 6Cells treated with H-FIRE exhibit increased Caspase activity and a sharp loss of membrane integrity vs. IRE-treated cells, which gradually internalize DAPI without Caspase activation. Assessment of Caspase 3/7 activity and membrane integrity after treating cells in suspension with IRE pulses of 1100 V/cm and 2-5-2 bursts with 3800 V/cm of amplitude. Representative examples of the density plots obtained with flow cytometry analysis are presented together with the time evolution of the percentage of cells in the different populations. DAPI fluorescence was measured in the Pacific Blue channel and CellEvent Fluorescence in the FITC channel. Cells were classified as: Unstained (bottom left corner), Caspase 3/7 positive (upper left corner) and DAPI positive (upper right corner). The values in the bar plots are presented as mean ± standard deviation (*n *≥ 7 in all treatment groups and time points). (a) Density plot of cells treated with 1 *μ*M Staurosporine for 8 h (positive control for Caspase 3/7 expression) (b) Density plot and time evolution of the Sham group. (c) Density plots and time evolution of IRE treated cells. (d) Density plots and time evolution of cells treated with 2-5-2 H-FIRE scheme.

Discussion {#Sec15}
==========

Our results show that conventional IRE and H-FIRE treatments can lead to either immediate or delayed cell death depending on the electric field magnitude. However, the range of electric fields that lead to delayed cell death is very narrow in the conventional IRE protocol, while in H-FIRE protocols this range is wider and can be increased by reducing the pulse length. This suggests that H-FIRE may offer greater control over the cell death mechanisms taking place after treatment. In other words, controlling the electric field exposure via parameters such as voltage, pulse length, and number of pulses may allow for selecting between immediate or delayed cell death mechanisms.

In a typical IRE treatment setup (two needle electrodes) the portion of the ablated volume undergoing immediate cell death would not depend on the absolute difference between electric field thresholds but on their relative difference. When comparing the electric fields that lead to immediate and delayed cell death in relative terms, the results show that the electric field ratios are lower in the H-FIRE protocols. Thus, a larger portion of the lesion can be comprised of cells dying through delayed mechanisms with H-FIRE compared to a conventional IRE protocol. In addition, this proportion can be increased by reducing the pulse length but does not depend on the inter-pulse delay.

The thresholds obtained for the H-FIRE protocols are between 2 and 4 times larger than those obtained for the conventional IRE protocol. Thus, higher voltages are required to treat the same volume with an H-FIRE protocol. However, a numerical study showed that the stimulation thresholds for nerve fibers are more than one order of magnitude larger in H-FIRE waveforms compared to 100 *μ*s monopolar pulses.[@CR26] The authors of that study attributed the divergent threshold dependences on the applied waveform to the geometrical differences between treated cells and nerve fibers which causes the latter to display significantly longer membrane charging times. As a consequence, despite requiring larger electric fields, H-FIRE protocols can largely reduce muscle contractions while maintaining treatment efficacy as shown *in vivo.*[@CR2]

In both treatments, the evolution of PI permeability in Fig. [5](#Fig5){ref-type="fig"} shows that even with electric fields around the threshold, there is a fraction of cells whose membrane integrity is not recovered, suggesting that a fraction of cells die almost immediately after the treatment regardless of the electric field. The fraction of DAPI positive cells at 4 h (Fig. [6](#Fig6){ref-type="fig"}) is very similar to the PI positive cells between 1 and 3 h. Therefore, those cells that recovered their membrane integrity during the first hour after the treatment remain viable at least until the 4 h time point. Finally, these remaining viable cells lose their membrane integrity between 4 and 8 h after the treatment. The observed time evolution is consistent with other experiments with conventional IRE pulses[@CR32] and nanosecond pulsed electric fields (nsPEFs).[@CR31] In addition, the results show the existence of two clearly identifiable cell death dynamics. First, a fraction of the cells cannot recover their membrane integrity and therefore suffer virtually instantaneous cell death (i.e. accidental cell death, ACD). Second, the rest of the cells recover their membrane integrity but eventually die, presumably through regulated cell death (RCD) mechanisms triggered by the treatment.

Yo-Pro-1 uptake can be either an early indicator of apoptosis[@CR17] or an indicator of membrane permeability.[@CR4] Yo-Pro-1 is smaller than PI which makes it a more sensitive marker of membrane permeability.[@CR45] In our experiments, a large fraction of Yo-Pro-1 positive cells was observed briefly after the treatments but significantly reduced within 1 h. This may be attributed to recovery of membrane integrity within this time interval. After 1 h, there is a small fraction of cells that remain permeable to Yo-Pro-1, which may be either an indicator of apoptosis or an indicator that these cells are unable to fully recover their membrane integrity.

Our results suggest that the mechanisms of delayed cell death are different between a typical IRE treatment and an H-FIRE scheme. In H-FIRE, this death is preceded by the expression of Caspase 3/7, but in conventional IRE, cells die through a pathway independent of Caspase 3/7. The activity of these proteins is widely used to classify cell death as it is one of the main hallmarks of apoptosis. Therefore, our results are consistent with an apoptotic cell death in the case of H-FIRE but not in the case of conventional IRE. However, further research is necessary to properly classify the death mechanisms in both cases.

The absence of Caspase 3/7 expression in cells treated with conventional IRE is consistent with recent studies that report RCD mechanisms independent of Caspase 3/7 expression such as pyroptosis or necroptosis.[@CR25],[@CR55] In the case of H-FIRE, histological examination of tissues found activation of Caspase 3,[@CR29],[@CR43] consistent with our results. However, another study showed evidence of pyroptotic and necroptotic cell death[@CR35] which would contradict this study. Nonetheless, it is important to note that we have only quantified Caspase 3/7 expression for a specific electric field magnitude. Thus, we cannot rule out the possibility that other RCD modes coexist within the range of electric fields that lead to delayed cell death.

In contrast with other waveforms, cell death mechanisms have been deeply studied after delivery of nsPEFs.[@CR6],[@CR11],[@CR27],[@CR30],[@CR34] From the numerous studies using nsPEFs, it can be deduced that cell death pathways depend on multiple variables such as cell type, pulse length, electric field strength and composition of the extracellular media.[@CR5] Thus, the results presented here regarding death mechanisms must be taken with caution as it is unclear how they can be extrapolated to other cell lines or pulse protocols.

Finally, it is worth discussing the implications of our results for *in vivo* tissue ablation. Dying cells release and expose at their surface molecules that act as signals to the immune system. These molecules depend on the cell death mechanism and can trigger inflammatory as well as immunogenic responses.[@CR52] While inflammation can lead to various complications, the adaptive response of the immune system can help prevent tumor recurrence and reduce metastases.[@CR15],[@CR35] Cells that suffer ACD release molecules that cause an inflammatory response, but seem to be limited in activating an adaptive immune response.[@CR14] Certain RCD mechanisms such as pyroptosis and necroptosis cause inflammation in a similar fashion, but they can also induce an adaptive immune response.[@CR18],[@CR22] Apoptosis, in contrast, has been classically regarded as a "silent" mode of cell death that does not cause inflammatory or immunogenic responses. However, it has been shown that, under certain circumstances, apoptosis can also trigger an immunogenic response. Interestingly, this has been observed after the delivery of nsPEFs.[@CR28] With our current knowledge it is not possible to provide a definite answer to the question of which cell death mode is the most desirable in any given ablation therapy. However, according to the literature, it seems that RCD mechanisms may be preferable over ACD. Studies have shown that both conventional IRE[@CR8],[@CR16] and H-FIRE[@CR35] treatments can trigger an anti-tumor immune response. Additionally, our results suggest that H-FIRE can reduce the inflammatory response compared to conventional IRE since the proportion of cells undergoing ACD is lower, but further research would be needed to evaluate this.

Our results also highlight the importance of choosing appropriate observation times to assess tissue ablation. In fact, previous studies already pointed out the importance of the observation times for histological evaluation of the ablations induced by conventional IRE protocols[@CR46],[@CR47] and showed that there is a large variability between different tissues.[@CR46] This may be even more relevant in H-FIRE treatments since the extent of delayed cell death is larger and therefore the risk of underestimating the lesion size is higher. In addition, in medical applications of IRE, tissue ablation is usually assessed by medical imaging techniques. Indeed, it has been shown that ultrasound[@CR40] and computed tomography[@CR24] imaging can accurately measure the lesion size within a few minutes after conventional IRE treatments. However, due to the larger proportion of delayed cell death in H-FIRE, immediate post-treatment imaging may not be adequate to assess the ablations. Thus, further research would be needed to investigate the optimal monitoring times after H-FIRE.

Conclusions {#Sec16}
===========

We showed the existence of two clearly identifiable cell death dynamics consistent with accidental cell death (ACD) and regulated cell death (RCD) in cells treated with conventional IRE and H-FIRE. However, H-FIRE can largely reduce the fraction of cells that undergo ACD cell death compared to conventional IRE. In addition, H-FIRE may offer the possibility to select between ACD or RCD mechanisms with sufficient control over the electric fields delivered. Although the dynamics of delayed cell death are similar in both treatments, our results suggest that the RCD mechanisms leading to delayed cell death are different between IRE and H-FIRE.
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